
ADVANCEDADVANCEDADVANCEDADVANCED MICRODEVICESMICRODEVICESMICRODEVICESMICRODEVICES PVT.PVT.PVT.PVT. LTD.LTD.LTD.LTD.
20 - 21, INDUSTRIAL AREA, AMBALA CANTT – 133 006, INDIA
Phone : + 91 - 171 - 2699290, 2699471, 2699274
Website: www.mdimembrane.com

Page: 1 of 2

ChangeChangeChangeChange NoticeNoticeNoticeNotice No.No.No.No. NotificationNotificationNotificationNotification datedatedatedate ImplementationImplementationImplementationImplementation datedatedatedate
CN/F/19/014CN/F/19/014CN/F/19/014CN/F/19/014 OctoberOctoberOctoberOctober 03030303,,,, 2012012012019999 NovemberNovemberNovemberNovember 03,03,03,03, 2019201920192019

SubjectSubjectSubjectSubject :::: AdditionAdditionAdditionAddition ofofofof maximummaximummaximummaximum dosedosedosedose specificationspecificationspecificationspecification ofofofof GammaGammaGammaGamma radiationsradiationsradiationsradiations inininin CertificateCertificateCertificateCertificate ofofofof QualityQualityQualityQuality

(CoQ)(CoQ)(CoQ)(CoQ) forforforfor mdi GammaGammaGammaGamma sterilizedsterilizedsterilizedsterilized productsproductsproductsproducts

ScopeScopeScopeScope :::: ThisThisThisThis changechangechangechange notificationnotificationnotificationnotification willwillwillwill affectaffectaffectaffect thethethethe productsproductsproductsproducts withwithwithwith followingfollowingfollowingfollowing catalogcatalogcatalogcatalog numbersnumbersnumbersnumbers:::: ((((####
cancancancan bebebebe anyanyanyany alphabetalphabetalphabetalphabet orororor numeral)numeral)numeral)numeral):

� A0##########3##

� A1##########3##

� A2##########3##

� A3##########3##

� A4##########3##

� A5##########3##

� AB##########3##

� AL##########3##

� D###########3##

� L###########3##

Background:Background:Background:Background:

In our efforts to convey to the customer/user more precise and relevant information regarding

the product they are using, certain additions have been done in Certificate of Quality (CoQ)

of mdi Gamma sterilized products with catalog numbers as mentioned above. The maximum

dose specification of Gamma radiations has been added in CoQ. The change will have no

impact whatsoever on the product performance or it’s regulatory compliance.

NeedNeedNeedNeed forforforfor Change:Change:Change:Change:

The current Certificate of Quality (CoQ) of mdi Gamma sterilized products with catalog

numbers as mentioned above incorporates minimum dose specification of Gamma radiations.

But, the maximum dose specification of Gamma radiations is not captured in current

Certificate of Quality (CoQ). To update the CoQ in terms of updated information regarding

gamma sterilization of products, it has been decided to add maximum dose specification of

Gamma radiations in CoQ of mdi Gamma sterilized products with catalog numbers as

mentioned above. No changes whatsoever have been made in materials of construction,

manufacturing process, product attributes and sterilization process (Gamma Irradiation).
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HowHowHowHow DoesDoesDoesDoes ItItItIt AffectAffectAffectAffect thethethethe User:User:User:User:

From the user point of view this change only improves the CoQ for above mentioned products

in terms of maximum dose specification of Gamma radiations in addition to the minimum dose

specification of gamma radiations. All product specifications including materials of

construction as well as other performance specifications shall remain unchanged. The said

change will be reflected in the accompanying product's Certificate of quality (CoQ).

ImplementationImplementationImplementationImplementation ofofofof Change:Change:Change:Change:

mdi Gamma sterilized products with catalog numbers as mentioned above, released after the

implementation date will have the said change in the CoQ. However, the available stock of

mdi Gamma sterilized products with catalog numbers as mentioned above having CoQ

without maximum dose specification of Gamma radiations will be received by you till the

stocks last.

In case you have any queries, please feel free to contact our Technical Support Team at

'info@mdimembrane.com'.
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